[Characteristics of microturbines for dentistry].
In order to design high efficient pneumatic actuators for stomatology the experimental studies of microturbines operating in air turbine handpieces have been performed. Specially developed experimental set and torque meter-tachometer have been used for the purpose. As a result, the main parameters of commonly known stomatologic pneumatic instruments are specified, and the ways of their modifications are determined as well.